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Abstract.

The Microwave Limb Sounder (MLS) instrument on the Aura satellite obtains
global measurements of both OH and HO2 radicals. This paper describes
the precision and systematic errors of the MLS version v2.2 of the retrieval
software. Estimated systematic errors are less than 8% for OH over 32-0.003
hPa and HO2 over 6.8-0.21 hPa. Comparison of measurements from MLS
OH and HO2 pro�les and 3 balloon-based instruments show good agreement
among themselves and with a photochemical model using standard chemistry
(i.e. recommended rate constants). Similarly, good agreement is seen
between column OH found by integrating satellite pro�les and ground-based
measurements of column OH. The agreement between measured and modeled
OH and HO2 is improved following perturbations to the rate constants O+OH
and OH+HO2 that are within the recommended uncertainties. Measurements
of OH obtained a decade ago by the Middle Atmosphere High Resolution
Spectrograph Investigation (MAHRSI) are smaller than MLS measurements
by 20% at 70 km, are similar to MLS data near 50 km, and are 50% larger than
MLS observations near 42 km. The MLS and MAHRSI measurements of OH
overlap at the limit of their respective 2-� uncertainties. Most importantly,
we �nd the shape of the OH pro�le measured by MLS is simulated well using
standard chemistry.

Introduction

The Aura satellite was launched on July 15, 2004 into
a sun-synchronous near-polar orbit. The Microwave
Limb Sounder (MLS) instrument on the Aura satel-
lite measures the hydroxyl radical (OH) and the per-
oxy radical (HO2) both day and night [Waters et al.,
2006]. Details on the THz module that measures OH
and its calibration are given in Pickett [2006a]. Details
on the retrieval algorithms are given by Livesey et al.

[2006]. Early validation of OH and HO2 with balloon-
borne remote sensing instruments is given in Pickett,

et al [2006b]. Early validation of other molecules mea-
sured by MLS is given in Froidevaux et al. [2006]. The
current version of the MLS retrieval software is v2.2
and is the current production software. All the data
taken from launch to February 2007 has been processed
with the earlier version v1.5. The data since launch
will be reprocessed with version v2.2, but only selected
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days have been reprocessed thus far. However, unless
otherwise stated, this paper will use version v2.2. A
description of the di�erences between these two major
versions as it relates to HOx will be given below.

Odd hydrogen (HOx=OH+HO2+H) chemistry dom-
inates atmospheric ozone destruction at heights above
40 km [Osterman, et al., 2005] and below 22 km [Salaw-
itch, et al., 2005] Observations of OH over 40{80 km
from the Middle Atmosphere High Resolution Spectro-
graph Investigation (MAHRSI) [Conway et al., 2000]
were not consistent with standard chemistry (JPL rec-
ommended rates). Photochemical models could not rec-
oncile with MAHRSI data over 40{80 km using adjusted
rate constants for known reactions. Changes needed
to �x the mesospheric OH made the situation worse
at 40 km, leading to the designation \HOx dilemma."
However, balloon-borne observations that are mostly
sensitive to HOx below 40 km agree better with pho-
tochemical theory [Jucks et al., 1998] and with MLS
measurements of HOx [Canty et al., 2006].

MLS Measurements

Overview

The Aura satellite was launched on 15 July 2004 into
a sun synchronous orbit with a 13.75 hr ascending node
equatorial crossing. The Microwave Limb Sounder is
one of four instruments included on the satellite. For
latitudes near 34�N, the MLS overpass occurs at 13.5 hr
local solar time (LST) and again at 2.5 hr LST. At lat-
itudes above 70� up to the orbital-inclination limit of
83�, the MLS overpass LST changes rapidly. MLS scans
vertically in the plane of the orbit. Consequently, the
longitude of the MLS footprint changes by 24� each or-
bit. For consistency with other measurements on MLS,
retrieved pro�les are archived in volume mixing ratio
units on pressure surfaces with 6 / decade vertical res-
olution.

The OH measurements are made with a THz receiver
[Pickett, 2006a] that uses a gas laser as the local os-
cillator [Mueller et al., 2007 ]. There are six receiver
bands (15{20) in the THz receiver, each connected to
a 25-channel �lter-bank. The �lters near the center of
each band are 6 MHz wide, and the width increases to
96 MHz at �575 MHz from band center. Four of these
bands (15,16,18,19) are used to observe OH. In addi-
tion there are two receiver bands (17,20) that are used
for pointing information. The frequencies of the tar-
get lines are shown in Table 1 and an example of the
observed radiance is shown in Figure 1.

The OH lines indicated in Table 1 are each split into

3 hyper�ne components [Blake et al., 1986 ]. There are
two THz mixers, one for each of two di�erent linear
polarizations, that provide simultaneous measurements
to improve the OH signal to noise ratio. Bands 15-17
and bands 18-20 have perpendicular polarizations, with
axes that are oriented � 26� from nadir. The Zeeman
splitting is � �1 MHz and, in the small splitting limit,
the polarization di�erences can be shown to be propor-
tional to the square of the ratio of the Zeeman shift to
the Doppler width (6 MHz). Therefore, measurements
from the two polarizations are �tted simultaneously by
a model of unpolarized emission. Bands 16 and 19 have
an O3 line at the edge from which an O3 pro�le is re-
trieved. While the noise associated with the THz O3
pro�le is large compared with the O3 pro�le from the
GHz bands, comparison of the THz pro�le with GHz
O3 gives added information on systematic errors.

Table 1. Target molecule line-center frequencies for
MLS HOx bands
Band Molecule Frequency / GHz
15, 18 OH 2514.317
16, 19 OH 2509.949
16, 19 O3 2509.560
17, 20 O2 2502.324
17, 20 O3 2543.208
28 HO2 649.702
30 HO2 660.486

The THz module retrieves pointing information from
bands 17 and 20 using a magnetic dipole line of O2 in
the lower sideband and a strong line of O3 in the up-
per sideband. Band 20 does not have a dedicated �lter
bank, but the �lter-bank used nominally for 640-GHz
N2O can be switched to band 20. During instrument
check out shortly after launch, the band 20 performance
was measured and bore-sight o�sets were determined.
Since then the instrument has been con�gured for N2O
measurements and band 20 data is not available. An
example of the observed band 17 radiance is shown in
Figure 2.

The HO2 measurements are made from two HO2
lines in the 640 GHz radiometer each using a 11-channel
mid-band �lter-bank. These �lter-banks are identical
in design to the center channels of the standard 25-
channel �lter-bank and are embedded in the frequency
space of other bands. Data from all the �lter-banks in
the 640 GHz radiometer are used to retrieve pro�les for
eight other molecules in addition to HO2. An exam-
ple of the observed radiance is shown in Figure 3. The
HO2 signal is only � 1K and signal / noise is � 3 after
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Figure 1. MLS radiance and residuals for Bands 18
and 19. The OH emission shown here is composed of
3 hyper�ne components. Radiance is a daylight zonal
average over latitudes from 60S to 60N for 28 January
2005. The radiance is nearly identical for Bands 15
and 16. The horizontal axis is the �lter-bank channel
number. The vertical axis is radiance in K. The black,
red, and green plots are for tangent heights of 31.5, 40.7,
and 62.5 km, respectively. The solid lines in the large
panels are the predicted radiance and the center point
of the error bars indicate the observed radiance. The
small panels show the residuals for the observed minus
calculated radiance.
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Figure 2. MLS radiance and residuals for Band 17.
The O2 emission is in the lower sideband and the THz
O3 emission is in the upper sideband. This band pro-
vides pointing information. Radiance shown here is a
daylight zonal average over latitudes from 60S to 60N
on 28 January 2005. See Figure 1 for further details.

a zonal average over 120� latitude. Consequently, 12
days of data are needed to obtain a zonal mean over a
10� latitude range with the same signal/noise as shown
in the �gure.

A day{night HO2 di�erence is required to reduce sys-
tematic errors to an acceptable level. The actual radi-
ances in band 28 and 30 corresponding to the di�erences
shown in Figure 3 are quite large due in part to absorp-
tion by ozone. In band 28 at 40 km tangent height the
background radiance is 25 K, while for band 30 the ra-
diance changes from 50 K to 100 K across the band.
The day{night di�erencing works for pressures above
0.03 hPa. Below this pressure there can be signi�cant
HO2 at night due to the long reactive lifetimes of HOx
at these low pressures [Pickett et al., 2006c], but use
of data below this pressure is also not recommended
because of undue in
uence of a priori pro�les.

The MLS Level 2 data (retrieved geophysical pa-
rameters and diagnostics at the measurement loca-
tions along the suborbital track) are generated from
input Level 1 data (calibrated radiances and engineer-
ing information) by the MLS data processing soft-
ware. The MLS retrieval algorithms, described in de-
tail by Livesey et al. [2006], are based on the stan-
dard optimal estimation method. They employ a two-
dimensional approach that takes into account the fact
that limb observations from consecutive scans cover sig-
ni�cantly overlapping regions of the atmosphere. The
results are reported in Level 2 Geophysical Product
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Figure 3. MLS radiance and residuals for Bands 28
and 30. The radiance shown is a day-night di�erence
of zonal averages for latitudes from 60S to 60N on 28
January 2005. See Figure 1 for further details.

(L2GP) �les, which are standard HDF-EOS version 5
�les containing swaths in the Aura-wide standard for-
mat [Livesey et al., 2007, available from the MLS web
site, http://mls.jpl.nasa.gov]. A separate L2GP �le is
produced for each standard MLS product for each day
(00{24 UT).

Data Screening

Examples of the THz spectra and residuals for day-
time are shown in Figures 1 and 2. To obtain radiance
closure such as that shown in the Figures, it is essential
to screen the data using 3 pieces of information from
the L2GP swath structure:

1. Use only even values of STATUS. Pro�les with
odd STATUS are 
agged by the level 2 retrieval
software for various errors that are described by
other bits in the STATUS word (see Table 2).

2. Use only positive precision values. The precision
�eld is 
agged by the level-2 software with a neg-
ative sign when the estimated precision is 50% of
the a priori precision. Negative precisions usually
appear at the edge of the useful pressure range.

3. Use only scans with CONVERGENCE < 1.1.
This �eld contains additional information on the
success of the retrieval and compares the �t pro-
�les to that expected by the linearized retrieval,
with values around 1.0 typically indicating good
convergence. A cuto� of 1.1 is a compromise be-
tween eliminating pathological non-converging �ts
and keeping �ts that have adequately converged.

For some seasons, the Gas Laser Local Oscillator
(GLLO) for the THz receiver is automatically relocked
as many as 5 times during a day. These relock events
occur when the tuning range of the laser is less than the
thermal excursion over an orbit and over a day. This
thermal e�ect depends on the albedo of the Earth as
seen by the GLLO radiator. In these cases the status

ag is 257 and the pro�le is ignored. This is only a
problem for mapping because the missing data may ap-
pear at the same latitude and longitude on successive
days.

Over the pressure range of 32{10 hPa, one should
use day{night di�erences to reduce biases. The recom-
mended range for OH is 32{0.003 hPa.

An example of the spectra and residuals in the
640 GHz radiometer near the two HO2 lines are shown
in Figure 3. The radiance shown is a day{night di�er-
ence. The data �ltering procedure is identical to that
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Table 2. Meaning of bits in the `Status' �eld.
Bit Valuea Meaning
0 1 Flag: Do not use this pro�le (see bits 8{9 for details)
1 2 Flag: This pro�le is `suspect' (see bits 4{6 for details)
2 4 Unused
3 8 Unused
4 16 Information: This pro�le may have been a�ected by high altitude clouds
5 32 Information: This pro�le may have been a�ected by low altitude clouds
6 64 Information: This pro�le did not use GEOS-5 temperature a priori data
7 128 Unused
8 256 Information: Retrieval diverged or too few radiances available for retrieval
9 512 Information: The task retrieving data for this pro�le crashed

(typically a computer failure)
a `Status' �eld in L2GP �le is total of appropriate entries in this column.

for the THz OH retrievals. Recommended range for
HO2 is 21{0.03 hPa

Resolution and Precision

The resolution of the retrieved pro�les is described
by the averaging kernels. Because the level 2 processing
uses a 2-dimensional retrieval, the averaging kernel has
both a vertical component and a horizontal component
in the direction of the line of sight. Perpendicular to the
line of sight the spatial resolution is determined by the
horizontal width of the antenna pattern and is 1.5 km
(HO2) to 2.5 km (OH).

Figure 4 shows typical two-dimensional (vertical and
horizontal along-track) averaging kernels for the MLS
v2.2 OH data at 70�N. Variation in the averaging ker-
nels is su�ciently small that these are representative for
all pro�les. Colored lines show the averaging kernels as
a function of MLS retrieval level, indicating the region
of the atmosphere from which information is contribut-
ing to the measurements on the individual retrieval sur-
faces, which are denoted by plus signs in correspond-
ing colors. The dashed black line indicates the resolu-
tion, determined from the full width at half maximum
(FWHM) of the averaging kernels, approximately scaled
into kilometers (top axis). The top panel of Figure 4
shows vertical averaging kernels (integrated in the hori-
zontal dimension for 5 along-track scans) along with the
resolution (dashed line). The solid black line shows the
integrated area under each kernel (horizontally and ver-
tically). Values near unity imply that the majority of
information for that MLS data point has come from the
measurements, whereas lower values imply substantial
contributions from a priori information. The bottom
panel of Figure 4 shows horizontal averaging kernels (in-

tegrated in the vertical dimension) along with the res-
olution (dashed line). The averaging kernels are scaled
such that a unit change is equivalent to one decade in
pressure. The vertical width of the averaging kernel
at pressures above 0.01 hPa is 2.5 km. The horizontal
width of the averaging kernel is equivalent to a width
of 1.5� (165 km) distance along the orbit and is equiv-
alent to one scan interval (24.67 s). The changes in
vertical resolution below pressures below 0.01 hPa are
due mainly to use of a faster operational scan rate for
tangent heights above 70 km.

Figure 5 shows typical two-dimensional (vertical and
horizontal along-track) averaging kernels for the MLS
v2.2 HO2 data at 70�N. Details about the Figure and
associated averaging kernel are the same as OH given
above. The vertical width of the averaging kernel at
pressures above 0.1 hPa is 4 km. The horizontal width
of the averaging kernel is 2{4 pro�les or a 3-6� distance
along the orbit. In software version v2.2, smoothing of
the pro�le was applied to reduce indeterminacy in the
�t that was manifested in v1.5 as a vertical oscillation
in the pro�le. The e�ect of the smoothing in v2.2 is
to broaden the vertical averaging kernels to a width of
4 km and to broaden the horizontal averaging kernel by
a factor of 2{4.

A typical OH concentration pro�le and associated
precision estimate is shown in Figure 6. The pro�le is
shown both in volume mixing ratio (vmr) and density
units. All MLS data are reported in vmr for consistency
with the other retrieved molecular pro�les. However,
use of density units (106 cm�3) reduces the apparent
steep vertical gradient of HOx allowing one to see the
pro�le with more detail. Additionally, at THz frequen-
cies the collisional line-width is approximately equal to
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Figure 4. Typical two-dimensional (vertical and hori-
zontal along-track) averaging kernels for the MLS v2.2
OH data at 70�N. Vertical averaging kernels for OH are
shown in the upper panel. The lower panel shows the
horizontal averaging kernels along the line of sight. The
individual colored plots are the averaging kernels. The
dashed black line is the width of the kernel (top axes)
and the solid black line is its integral (bottom axes).
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Figure 5. Averaging kernels for HO2. See Figure 4 for
further details.
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the Doppler width at 1 hPa. At pressures below 1 hPa
Doppler broadening is dominant and the peak inten-
sity of OH spectral absorption is proportional to den-
sity. At pressures above 1 hPa, the peak intensity is
proportional to vmr. The daytime OH density pro�le
shows two peaks at �45 km and �75 km that are not
as apparent in the vmr-based pro�les. The night pro�le
of OH exhibits the narrow layer at � 82 km that has
been described earlier [Pickett et al., 2006c]. Precisions
are such that an OH zonal average with a 10� latitude
bin can be determined with better than 10% relative
precision with one day of data (100 samples) over 21{
0.01 hPa. With 4 days of data, the 10% precision limits
can be extended to 32{0.0046 hPa.

A typical HO2 concentration pro�le and associated
precision estimate is shown in Figure 7. The pro�le is
shown both in volume mixing ratio (vmr) and density
units. Precisions are such that a HO2 zonal average
with a 10� latitude bin can be determined with better
than 10% relative precision from 20 days of data (2000
samples) over 21{0.032 hPa.

Expected Accuracy and Error characterization

A major component of the validation of MLS data
is the quanti�cation of the various sources of system-
atic uncertainty. Systematic uncertainties arise from
instrumental issues: e.g., radiometric calibration, �eld
of view characterization, spectroscopic uncertainty, and
approximations in the retrieval formulation and imple-
mentation. This section summarizes the relevant results
of a comprehensive quanti�cation of these uncertainties
that was performed for all MLS products. More infor-
mation on this assessment is given in Appendix A of
Read et al. (this issue) and repeated in the supplemen-
tary material of this paper.

The impact on MLS measurements of radiance (or
pointing where appropriate) of each identi�ed source of
systematic uncertainty has been quanti�ed and mod-
eled. These modeled impacts correspond to either 2-�
estimates of uncertainties in the relevant parameters, or
an estimate of their maximum reasonable errors based
on instrument knowledge and/or design requirements.
The e�ect of these perturbations on retrieved MLS
products has been quanti�ed for each source of uncer-
tainty by one of two methods.

In the �rst method, sets of modeled errors corre-
sponding to the possible magnitude of each uncertainty
have been applied to simulated MLS cloud-free radi-
ances, based on a model atmosphere, for a whole day
of MLS observations. These sets of perturbed radi-
ances have then been run through the routine MLS

data processing algorithms, and the di�erences between
these runs and the results of the `unperturbed' run have
been used to quantify the systematic uncertainty in each
case. The impact of the perturbations varies from prod-
uct to product and among uncertainty sources. Al-
though the term `systematic uncertainty' is often as-
sociated with consistent additive and/or multiplicative
biases, many sources of `systematic' uncertainty in the
MLS measurement system give rise to additional scatter
in the products. For example, although an error in the
O3 spectroscopy is a bias on the fundamental param-
eter, it has an e�ect on the retrievals of species with
weaker signals (e.g., HNO3 that is dependent on the
amount and morphology of atmospheric ozone). The
extent to which such terms can be expected to average
down is estimated to �rst order by these `full up stud-
ies' through their separate consideration of the bias and
scatter each source of uncertainty introduces into the
data. The di�erence between the retrieved product in
the unperturbed run and the original `truth' model at-
mosphere is taken as a measure of uncertainties due to
retrieval formulation and numerics.

In the second method, the potential impact of some
remaining (typically small) systematic uncertainties has
been quanti�ed through calculations based on simpli-
�ed models of the MLS measurement system (see Read
et al., submitted, 2007). Unlike the `full up studies',
these calculations only provide estimates of `gain uncer-
tainty' (i.e., possible multiplicative error) introduced by
the source in question. This approach does not quan-
tify possible biases or additional scatter for these minor
sources of uncertainty.

Finally, although the MLS observations are unaf-
fected by thin cirrus clouds or stratospheric aerosols,
thick clouds associated with deep convection can have
an impact on the MLS radiances. The MLS Level 2
data processing algorithms discard or downplay radi-
ances identi�ed (through comparison with predictions
from a clear-sky model) as being strongly a�ected by
clouds [Livesey et al., 2006]. The contribution of cloud
e�ects to the systematic uncertainty, both from the
presence of clouds not thick enough to be screened out
by the cloud �ltering and from the loss of information
through omission of cloud-impacted radiances, has been
quanti�ed by adding scattering from a representative
cloud �eld to the simulated radiances and comparing re-
trievals based on these radiances to the unperturbed re-
sults. The cloud-induced e�ects shown in Figures 8 and
10 are estimated by considering only the cloudy pro�les
(as de�ned by the known amount of cloud in the `truth'
�eld). The contribution of clouds to HOx systematic er-
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Figure 6. Zonal mean of retrieved OH and its estimated precision (horizontal error bars) for 20 September 2005
averaged over 29N to 39N. The average includes 368 pro�les. Panel (a) shows vmr vs. pressure for day (black) and
night (blue) overpasses. Panel(b) shows the same data plotted for the stratosphere. Panel (c) shows the same data
converted to density units. Panel(d) shows the day{night di�erences for the data in panel (c).
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(a) (b)

(c) (d)

Figure 7. Zonal mean of retrieved HO2 and its estimated precision for 20 September 2005 averaged over 29N
to 39N. The average includes 2879 pro�les. Panel (a) shows vmr vs. pressure for day (black) and night (blue)
overpasses. Panel(b) shows the same data plotted as a day-night di�erence for the stratosphere. Panel (c) shows
the same data converted to density units. Panel(d) shows the day{night di�erences for the data in panel (c).
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rors is negligible in part because the high pressure limit
of 31{22 hPa is much lower than the pressures expected
for thick clouds. The thin polar mesospheric clouds are
also not observable at MLS wavelengths.

The estimated impacts of the systematic errors on
OH are summarized in Figure 8. The largest contrib-
utors to systematic bias errors contributing to the sys-
tematic bias errors is the radiometric and spectral cal-
ibration category. The two biggest contributors to this
category are sideband fraction and gain compression
and are approximately equal. The multiplicative errors
are estimated to be less than 8% for pressures above
0.02 hPa. The dominant contributor to the slope error
below 0.02 hPa is sideband fraction. The size of the OH
errors relative to a typical pro�le can be seen by using
a pro�le such as that in Figure 6.

An independent measure of the e�ect of sideband
fraction uncertainty is to compare O3 retrieved from
the THz radiometer with that retrieved from the GHz
radiometers. A comparison given by Froidevaux et al.

(this issue) shows that the ratio of the O3 concentra-
tions is unity within 5% over 1-32 hPa. The uncertainty
in OH due to sideband fraction should be the same as
the uncertainty in the O3(THz)/O3(GHz) ratio. A com-
plicating factor is that O3(THz) line in bands 16 and
19 has a much stronger temperature dependence than
O3(GHz) lines. The calculated ratio of absorption coef-
�cients changes by 1.7%/K, so the e�ect of temperature
on the ozone ratio is small but not negligible. We there-
fore extend the low pressure boundary of the region with
systematic errors that are < 8% to 0.03 hPa.

An independent view of the e�ect of a priori assump-
tions can be determined by synthetic calculations of ra-
diance. It is important to have several measures of the
contribution of a priori assumptions to the data. Fig-
ure 9 shows an example of such a calculation. Here
the night a priori pro�le contributes 7% to the output
data at 0.0068 hPa. The large daytime peak in the
a priori at 0.03 hPa shows no impact on di�erences be-
tween the assumed pro�le and the retrieved pro�le and
the amount of a priori mixing is even smaller than at
higher altitudes.

The systematic errors on HO2 retrieved concentra-
tion are summarized in Figure 10. The largest contrib-
utor of bias errors are sideband fraction and gain com-
pression within the category of radiometric and spec-
tral calibration. Again, the systematic errors from side-
band fraction and gain compression are approximately
equal. Both contribute to the low altitude peak in bias
and standard deviation. The slope error has a peak at
10 hPa due to a priori and radiometric numerics (Read
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Figure 9. Retrieval results for synthetic OH pro�les.
The green line is the pro�le used to generate the syn-
thetic daytime radiances. The red line is the daytime
a priori pro�le. The black line with error bars is the re-
trieval output for the daytime pro�le and overlaps the
green line. The error bars are the precision based on an
estimated radiance uncertainty. No noise was added to
the radiance. The night input pro�le (blue) was zero.
The magenta line that peaks at 0.007 hPa is the night
a priori pro�le. The blue line with error bars is the
output retrieval for night.
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Figure 8. The estimated impact of various families of systematic errors on the MLS OH observations using day{
night di�erences. The �rst two panels show the (left) possible biases that are independent of concentration and
(center left) additional scatter introduced by the various families of errors, with each family denoted by a di�erent
colored line. (Right center) the root sum squares (RSS) of all the possible biases (thin solid line), all the additional
scatters (thin dotted line), and the RSS sum of the two (thick solid line). The right panel shows errors that are
proportional to the concentration.

et al., this issue). The slope error < 0.1 hPa is due to
�lter position uncertainty. The size of the HO2 system-
atic errors relative to a typical pro�le can be seen using
Figure 7.

The e�ect of a priori assumptions can also have an
important e�ect on the HO2 data. Figure 11 shows
a retrieval that uses synthetic radiance derived from
an input pro�le that is constant above 0.1 hPa. The
a priori concentration pro�le is zero throughout. The
retrieval tracks the input pro�le below 0.1 hPa. For
pressures below 0.032 hPa there is at least 20% a priori
contamination.

Di�erences between software versions v2.2 and

and v1.5

For the THz radiometer data in v2.2, the �rst step
for level-1 calibration of MLS emission is to calibrate
the data using a procedure that is a slight modi�ca-
tion from the calibration described in Pickett [2006a]
for v1.5. The need for calibration change was found by
examining the on-orbit variation of gain as a function
of orbital phase. The gain has an approximately sinu-
soidal dependence on orbital phase that is 2 to 4% of
the average value with a magnitude that depends on
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Figure 11. Retrieval results for synthetic HO2 pro�les.
The red line is the pro�le used to generate the synthetic
radiances. The black line is the retrieval output. The
green line at zero is the a priori pro�le. The error bars
are the precision based on a theoretical estimated radi-
ance uncertainty. No noise was added to the radiance.
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Figure 10. The estimated impact of various families of systematic errors on the MLS HO2 observations of day{
night di�erences. The �rst two panels show the (left) possible biases and (center) additional scatter introduced by
the various families of errors, with each family denoted by a di�erent colored line. For further details, see Figure 8

the �lter channel. The gain change is needed to ac-
count for small thermal e�ects on gain over the orbit.
In v1.5, the gain was assumed to be constant over the
orbit. In v2.2, the �tted gain is now assumed to have
an additional sinusoidal dependence on orbital phase as
well as the constant dependence assumed in v1.51. The
second change in v2.2 calibration is that the radiomet-
ric zero is derived only from the space view, whereas
before in v1.5 it was derived from both the space view
and the calibration target. This change makes small
radiances less sensitive to assumptions about the gain.
Both changes are part of v2.2 level 1 processing. The
result is that the OH radiance has better calibration,
improving accuracy by as much as 2%.

In the OH v1.5 retrieval, the pro�les were �tted to
a pressure level interval of 3/decade below 0.1 hPa and
6/decade at higher pressures. In v2.2 the pro�le sam-
pling is 6/decade over the whole pressure range. There
are many bene�cial changes in OH above 50 km as can
be seen in Figure 12. The pro�les are smoother, have
uniform pressure resolution, and have much fewer in-
stances of negative concentration. In the stratosphere,
OH �ts are less subject to convergence problems in part
because the iteration limit has been increased from 4 to
6.

The main change for HO2 is that there is more
smoothing applied in version 2.2. In v1.5, no e�ective

smoothing was applied and the pro�les tended to have
a small but signi�cant oscillation in concentration with
height. This kind of behavior is often an indication
that the retrieval �tting is almost indeterminant, and
the smoothing in v2.2 is e�ective in reducing this prob-
lem. The e�ect of smoothing at altitudes below 60 km
is to broaden the averaging kernel to 4 km FWHM in
the vertical and as much as 6 degrees along the track.
Because of smoothing, precisions are no longer 
agged
negative above 60 km (0.1 hPa). However, it is esti-
mated that there is at least 20% a priori contamination
for pressures below 0.032 hPa (see above).

The second change for v2.2 was to set the HO2 a pri-
ori concentration to zero. The v1.5 HO2 a priori concen-
trations were based on the results of model calculations.
This change was made to avoid potential artifacts in
smoothing due to the a priori assumptions. With zero
a priori HO2 and �nite a priori uncertainty, the e�ect of
a priori assumptions will be to lower the retrieved HO2
relative to truth.

Comparisons with other Data Sources

Comparison with Balloon-borne Instruments

Aura MLS validation campaigns took place in Sept
2004, 2005 involving balloon-borne instruments 
own
from Ft: Sumner, NM (latitude = 34.5� and longitude
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Figure 12. Comparison between v1.5 and v2.2 for MLS OH for September 23, 2004 zonally averaged over 29{39�N
latitude. Red is version v1.5 and black is version v2.2. The same data is plotted in vmr (left panel) and density
(right)

= -104�). The Balloon OH instrument (BOH) and the
Far Infrared Spectrometer (FIRS-2) instrument were
launched on a common balloon gondola on September
23, 2004. Details of the 2004 
ight can be found in
Pickett et al. [2006b]. During the 2005 
ight, the Sub-
millimeter Limb Sounder (SLS) accompanied the BOH
and FIRS-2 instruments. The balloon stayed aloft at
�38 km for nearly 24 hours for this 
ight. The results
of all these measurements are summarized in Figure 13
along with a calculated pro�le from a photochemical
model.

The MLS OH pro�les are a zonal mean over 29{39�N
latitude. The MLS HO2 pro�les for 2004 are a zonal
mean over latitudes < 50�. The mean solar zenith angle
(42�) was close to the solar zenith angle at the time of
the closest overpass (39�). The MLS HO2 pro�les for
2005 are a zonal mean over 24{44�N latitude for 9 days
centered on the day of the balloon 
ight.

The BOH instrument is a heterodyne limb-viewing
thermal emission instrument that is functionally iden-
tical to the THz module on MLS [Pickett, 2006b] and
only measures OH. The FIRS-2 instrument is a ther-
mal emission far-infrared Fourier transform spectrome-
ter developed at the Smithsonian Astrophysical Obser-
vatory [Jucks et al., 1998]. It measures OH and HO2
in the far infrared using multiple lines. SLS [Stachnik
et al., 1992] is a cryogenic heterodyne instrument that
measures atmospheric radiance in the same spectral re-
gion as the MLS 640 GHz region. One of the molecules
measured by SLS is HO2. The balloon instruments all
use limb sounding to increase the e�ective path length.
However, there is only an increase for tangent heights
below the balloon altitude. The path lengths for layers

above the balloon are an order of magnitude smaller
than at the tangent height. Accordingly, the balloon
instruments have only 1-2 independent pieces of infor-
mation above the balloon. The dotted lines for the pro-
�les in Figure 13 show the assumed OH distribution
that was used for each of the balloon retrievals. In all
cases, the error bars are 1-� total error (precision and
accuracy).

Pickett et al., [2006b] reported good agreement (within
17% over 25-40 km) between the 2004 balloon and satel-
lite observations of OH from 25-40 km. Observations of
HO2 agreed within 23% below 40 km.

Here, the Sept. 2004 comparisons have been updated
using the v2.2 MLS retrievals and a current version of
the photochemical model, Mdl C06 (see below), that in-
corporates JPL 2006 kinetics [Sander et al., 2006]. Fur-
thermore, this analysis has been extended to the 2005
observations. Figure 13 (top left) compares the new
MLS OH retrieval for 2004 to the FIRS-2 and BOH
measurements. Compared to the previously published
comparisons, there is better agreement (within 15%)
between balloon observations of OH and the new MLS
retrievals. The oscillations in the MLS HO2 pro�le re-
ported by Pickett et al., [2006b] are notably absent in
the updated version (Figure 13, top right). Also, the
error bars shown re
ect the formulation for instrument
precision described above. The agreement between HO2
observations has improved to within 18%.

The HO2 measurements overlap with the two balloon
measurements within a combined experimental error of
20%. The precision for day{night di�erences has been
multiplied by 31=2 to account for the e�ects of the width
of the horizontal averaging kernel (3 scans). There is
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Figure 13. Balloon-borne HOx observations for 23 September 2004 and 20 September 2005 near Ft. Sumner,
NM, USA. The top panel uses a zonal mean of MLS OH over a latitude range of 29{30�. The bottom panel uses
a 9-day zonal mean of MLS HO2 over the same latitude interval. The balloon-borne instrument pro�les above 40
km are shown as dotted lines to indicate the assumed pro�le. The balloon data and model calculations are for the
time of the MLS overpass.
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no evidence that multiplicative systematic errors are as
large as is shown in Figure 10. However, signi�cant
di�erences in HO2 exist among the three instruments
(Figure 13, lower right). From 30-35 km the FIRS-2
and SLS instruments disagree by as much as 34%. The
reason for this discrepancy is unclear at this time.

The same comparisons for the 2004 validation cam-
paign are carried out for the Sept 2005 
ights. The
agreement among OH observations is �18% (Figure
13, bottom left). However, the peaks in OH inferred
from the OH partial column above 
oat measured by
FIRS-2 (2.5�107 molecules cm�3) and BOH (2.7�107

molecules cm�3) are larger than the peak observed by
MLS (2.0�107 molecules cm�3) and outside of the MLS
error bars. The MLS HO2 measurements overlap with
the two balloon measurements within a combined exper-
imental error of 20%. However, there are signi�cant dif-
ferences between FIRS-2 and SLS from 30-35 km which
need further study. There is no evidence that multi-
plicative systematic errors are as large as is shown in
Figure 10. Figure 13 shows that MLS and the model
agree within the MLS precision.

The study by Canty et al.[2006] compared model
results that tested combinations of kinetics parame-
ters to the observations from 2004. They determined
that best agreement was found between the MLS ob-
servations of OH, HO2, OH/HO2, and HOx and a
model using JPL 2002 kinetics [Sander et al., 2003], the
rate for O+OH suggested by Smith and Stewart [1994],
and a 20% increase in OH+HO2 (denoted Mdl C or
Mdl C02). These changes in the two rates are within
their assigned uncertainty, but give improvements in
the agreement between the model and earlier MLS re-
sults. Mdl C06 uses the same modi�cation of the two
reaction rates without further adjustment, but incor-
porates JPL 2006 kinetics [Sander et al., 2006]. The
model is constrained to MLS observations of H2O, O3,
N2O, CO, and temperature appropriate to the dates of
each validation campaign. Methane and nitric acid are
inferred from N2O through tracer relationships. The
reduced chi square (�2r) values between MLS observa-
tions and model for 2004 and 2005 are shown in Figure
14. A �2r value of unity or less indicate model results
within the experimental error. Results for both years
are presented for MLS v1.5 and Mdl C02 (black bars)
and MLS v2.2 and Mdl C06 (blue bars). There is overall
improved agreement between model and observations
for both days, primarily due to updated HO2 retrievals,
which are averaged more than the previous version, and
the better formulation for the precision associated with
these observations. It should be emphasized that the

Figure 14. Comparison between model and MLS OH
and HO2 for 23 September 2004 and 20 September 2005.
Black bars are v1.5 retrievals and blue bars are v2.2

two rate constant adjustments were not reoptimized be-
tween Mdl C02 and Mdl C06. In addition, MLS v1.51
was used by [Canty et al., 2006] and MLS v2.2 is used
here.

Comparison with Ground-based Column

Measurements

At the time of the September 23, 2004 balloon 
ight,
both the Poly-Etalon Pressure Scanned Interferomet-
ric Optical Spectrometer (PEPSIOS) instrument [Min-
schwaner et al, 2003] and the Fourier Transform Ul-
traviolet Spectrometer (FTUVS) instrument [Cageao,
et al., 2001] were observing the OH column in absorp-
tion against the Sun at 308 nm. The PEPSIOS in-
strument was located in Socorro, New Mexico, USA
(34�N, 107�W) and the FTUVS was located at Table
Mountain, California, USA(34.5�N, 117.7�W). The ob-
servations are shown in Figure 15. The model in the
dashed line is Mdl C06 described above. The solid line
is JPL06 rate constants [Sander, et al., 2006] with no
modi�cation. BOH, FIRS-2, and MLS were corrected
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Figure 15. Comparison of OH columns for September
23, 2004. The lower panel shows the total tropospheric
correction to the balloon-borne and MLS stratospheric
and mesospheric column. The upper panel shows these
measurements along with the column from two ground-
based instruments. Two versions of the model are also
shown.

by adding both a tropospheric column using data of
Wennberg et al [1998] and an additional contribution
from the boundary layer [Singh et al., 2006]. The con-
tribution from both these two sources of tropospheric
OH is 7% of the total column. Both sources make sim-
ilar contributions to the column. See the Appendix for
further details.

As before, the agreement between di�erent column
measurements is within most error estimates. PEP-
SIOS observations are generally higher than the FTUVS
observations, especially at high sun. While the contri-
bution to the total column from the troposphere is be-
lieved to be small (�5%), it should be noted that the
FTUVS instrument generally lies above the boundary
layer and will therefore receive no contribution to the
total column from this region of the atmosphere. The
PEPSIOS/FTUVS di�erences are larger than the ex-
pected contribution of boundary layer OH to the total
column, and hence unlikely to be the explanation.

As with the balloon-based measurements, the agree-
ment between di�erent column measurement is close,
but signi�cant di�erences between instruments may ex-
ist. The column can be a sensitive measure of OH
in the stratosphere and mesosphere. Figure 16 shows
the fractional contribution to the OH column for di�er-
ent altitude intervals. These fractions were determined
from the actual MLS pro�le for September 23, 2004
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Figure 16. Contribution of di�erent height intervals
to the total OH column.

above 20 km, modeled OH for 12{21 hPa, and the es-
timated contributions from the mesosphere and bound-
ary layer. The mesospheric portion (and associated slow
chemistry) is responsible for morning{afternoon asym-
metries, while the largest contribution comes from the
upper stratosphere near the 45 km peak in density. The
MLS OH column for this day has increased in v2.2 by
9% compared to v1.5 due to improvements in the MLS
mesospheric OH.

Comparison with MAHRSI

The Middle Atmosphere High Resolution Spectro-
graph Investigation (MAHRSI) instrument 
ew on the
Space Shuttle in 1994 [Conway et al., 1999] and 1997
[Conway et al., 2000]. We focus on the more recent

ight because the observations were made at lower so-
lar zenith angles (SZA) where the OH concentration is
higher. We compare the MAHRSI data for August 15,
1997 with a zonal average of MLS data for September 7,
2005 over latitude range of 12{32�S and 33{53�N. This
latitude range for the MLS zonal average was selected
so that the SZA matched the MAHRSI range (32{49�).
The comparison is shown in Figure 17. The MAHRSI
points are median values for a given altitude range. The
error bars for MLS and MAHRSI OH include precision
and systematic errors (2-� root sum of squares). The
2-� uncertainties nearly overlap, but there are correla-
tions in height. A 10 km box-car average would not
overlap nearly as well. It is probabilistically unlikely
that the two observations truly agree. At the 42 km
OH peak the MAHRSI value is 50% higher than MLS,
and at the 70 km OH peak the MAHRSI values are
20% lower than MLS. Below 50 km, the MAHRSI mea-
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Figure 17. MLS OH altitude pro�les compared with
MAHRSI. The black line with error bars is a zonal av-
erage of OH pro�les from MLS for September 7, 2005.
The MAHRSI median data for August 15, 1997 is de-
noted by red triangles. The error bars for MLS and
MAHRSI OH include precision and systematic errors
(2-�). The latitude range (12{32�S, 33{53�N) for the
MLS zonal average was chosen so that the SZA range
matches the MAHRSI SZA range (32{49�). Model re-
sults for JPL02 (blue line), JPL06 (black line) and
Model C06 (green line) are also shown.

surements are challenging due to absorption of the OH
signal by O3 at 300 nm wavelength. This systematic
error is re
ected in the uncertainties.

Figure 17 also shows the results of three model sim-
ulations: JPL02, JPL06, and Mdl C06. The models
were constrained to MLS observations of H2O, O3, N2O,
CO, and temperature that were averaged over the same
latitude range as was used for the MLS OH observa-
tions. The JPL06 photochemical model using standard
chemistry (i.e., recommended rate constants) is in good
agreement with MLS over 30-80 km except that MLS
has a more pronounced minimum at 63 km. The simula-
tion using JPL06 kinetics results in slightly lower abun-
dances of OH than the JPL02 simulation because of
changes to the rate constants for O(1D) quenching and
the new recommendation for temperature dependencies
of O(1D)+H2O. Results are also shown for Mdl C06
(de�ned above), which follows from the work of Canty
et al. [2006] (this earlier paper was based on version
1.5 MLS data and was completed before the JPL06 rec-
ommendation was released). Similar to Canty et al.
[2006], we �nd the perturbations to the rate constants
for O+OH and OH+HO2 that constitute Mdl C06 re-

sult in overall excellent agreement between measured
and modeled OH and HO2 at all altitudes (Figure 14)
and a model pro�le for OH that falls within the MLS
measurement uncertainty at all altitudes.

The shape of the MLS version 2.2 OH pro�le is simu-
lated well using standard chemistry. This conclusion is
consistent with statements in Pickett et al. [2006] and
Canty et al. [2006], based on version 1.5 MLS data, that
the MLS measurements of OH and HO2 are not consis-
tent with the so-called \HOx dilemma" that resulted
from analysis of the MAHRSI observations [Conway et
al., 2000 and Summers et al., 1997]. We consider it un-
likely that changes in H2O and O3 between August 15,
1997 and the time of the MLS observations can account
for the di�erent shapes of the OH pro�le measured by
the two instruments. This statement is supported by
the fact that Jucks et al. [1998] were able to reproduce
the model results of Summers et al. [1997] using the
pro�les of H2O and OH that were used to interpret the
MAHRSI data. Our group has consistently found rea-
sonably good agreement between measured and mod-
eled pro�les of OH and we �nd no evidence for secular
changes in H2O and OH above 40 km that would be
large enough to account for a shift in OH between 1997
and 2005, that is anywhere near the magnitude of the
di�erence between MAHRSI and MLS OH at 40-80 km
altitude.

Summary and Conclusions

Version v2.2 is a substantial improvement from v1.5
particularly for mesospheric OH and stratospheric HO2.
Use of v1.5 HO2 products can bene�t from user-applied
smoothing, but the internal smoothing in v2.2 is to be
preferred because the averaging is done during the re-
trieval �t. OH in the upper stratosphere is very similar
for the two versions.

A summary of the analysis of systematic errors is
shown in Table 3 for OH and in Table 4 for HO2. For
OH, use of day{night di�erences are recommended for
OH at pressures � 10 hPa because the bias uncertainty
becomes zero when the di�erences are taken. The slope
or scaling uncertainty for OH is <8% for pressures >
0.003 hPa if due regard is taken of the consistency of
THz O3 measurements as discussed above. Day{night
di�erencing is not needed near 1 hPa because the bias
is 0.3% of typical daytime OH densities. In addition,
observed night concentrations of OH for 10{0.1 hPa are
<1% of noontime tropical values. Use of day{night dif-
ferences is recommended for HO2 over the entire us-
able range of 21{0.03 hPa. The scaling errors for HO2
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Table 3. Summary of precisions, resolution, and un-
certainties for the MLS OH product

Resolution Bias Scaling
Region Vert. � Horiz. Precisiona uncertainty uncertainty Comments

/ km / 106 cm�3 / 106 cm�3 / %
<0.003 hPa | | | | Unsuitable for scienti�c use
0.003 hPa 5.0 � 220 0.6 0.034 90.
0.01 hPa 2.5 � 200 1.3 0.031 41.
0.1 hPa 2.5 � 180 4.2 0.12 3.1
1.0 hPa 2.5 � 165 2.4 0.50 7.
10 hPa 2.5 � 165 8.0 0.18 1.5

32{10 hPa 2.5 � 165 20.0 0.50 1.3 Use day{night di�erence
1000{32 hPa | | | | Unsuitable for scienti�c use
a Precision on individual pro�le

are estimated to be larger, as much as 46% at 10 hPa.
However, comparison with balloon measurements show
that the actual systematic bias for HO2 at 10 hPa is
< 20%. Comparisons for both OH and HO2 balloon
measurements, models, and MLS measurements show
good agreement, as do the column measurements.

Further work is needed to understand remaining dif-
ferences among MLS measurements, and balloon instru-
ments, the column measurements of OH, and MAHRSI.
In all cases the 2-� uncertainty nearly overlaps, but
there are di�erences that are unexplained and signif-
icant. The results for Mdl C06 fall very close to the
data, even though the model was not re-optimized for
the v2.2 MLS data. The model calculation shows that
standard chemistry, with slightly modi�ed rates, is con-
sistent with measured stratospheric and mesospheric
MLS HOx. This conclusion is consistent with Canty

et al. [2006], but here we use MLS v2.2 data and kinet-
ics based on JPL 2006 rates. While there are still large
uncertainties in the measurements, MLS HOx observa-
tions do not require new reactions or new rates that
di�er from recommended values by more than their es-
timated uncertainties. In this sense, we no longer per-
ceive that there is a \HOx dilemma."

Appendix

The amount of OH in the free troposphere and
boundary layer is approximated by the use of air-
craft measurements (Figure 18). Observations of OH
taken in the upper troposphere during August 1996
near Hawaii [Wennberg et al., 1998] and the boundary
layer region during the INTEX-NA campaign from July
- August 2004 in the north eastern US [Singh et al.,
2006] are shown. We present here additional boundary

Table 4. Summary of precisions, resolution, and un-
certainties for the MLS HO2 product

Resolution Bias Scaling
Region Vert. � Horiz. Precisiona uncertainty uncertainty Comments

/ km / 106 cm�3 / 106 cm�3 / %
< 0.03 hPa | | | | Unsuitable for scienti�c use
0.046 hPa 16 � 600 9. 0.39 22. Use day{night di�erence
0.10 hPa 16 � 400 16. 0.46 16. Use day{night di�erence
1.0 hPa 5.5 � 660 18. 1.1 6. Use day{night di�erence
10. hPa 4.5 � 450 8. 37. 20. Use day{night di�erence

1000{21 hPa | | | | Unsuitable for scienti�c use
a Precision on individual pro�le

Figure 18. Tropospheric OH vs. solar zenith angle

layer observations of OH using chemical ionization mass
spectrometry taken during 1999-2003 from Meteorolog-
ical Observatory Hohenpeissenberg (MOH), Germany
[Rohrer and Berresheim, 2006] to illustrate the variation
in measured OH between locations. The polynomial
�ts to the data taken from Hawaii and Germany are
shown (solid and dashed-dotted curves, respectively).
The mean and standard deviation of the INTEX-NA
data are indicated by blue diamonds and blue lines.
The higher values of OH in the boundary layer from the
MOH site may be due to ozone rich air during the warm
summer, whereas the lower OH values from Hawaii was
seen in the colder upper troposphere.

Soundings from the National Weather Service in Al-
buquerque, NM indicate a boundary layer height of
no more than 1.5 km. The INTEX-NA OH data are
added to the total column assuming this boundary layer
height. The Wennberg et al., [1998] values of OH are
included from the top of the boundary layer to the low-
est level of the balloon observations (12 km) (Figure
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15, bottom panel). The use of the MOH measurements,
rather than those from INTEX-NA, lead to a very small
increase in total column (not shown). If MOH had been
the correct values to use, the maximum amount of OH
added to the column would be 3:4�1012 cm�3, a change
in tropospheric contribution of less than 1%.
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